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Cell-based  sensors  for the  detection  of  gases  have  long  been  underrepresented,  due  to  the  cellular  require-
ment of  being  cultured  in  a liquid  environment.  In  this  work  we  established  a cell-based  gas  biosensor
for  the  detection  of toxic  substances  in air,  by  adapting  a commercial  sensor  chip  (Bionas®),  previously
used  for  the  measurement  of  pollutants  in  liquids.  Cells  of  the respiratory  tract  (A549,  RPMI  2650,  V79),
which  survive  at a gas  phase  in  a natural  context,  are  used  as  biological  receptors.  The  physiological  cellhole-cell sensor
549
PMI 2650
espiration
cidiﬁcation
mpedance
parameters  acidiﬁcation,  respiration  and  morphology  are  continuously  monitored  in parallel.  Ammo-
nia was  used  as  a  highly  water-soluble  model  gas  to  test  the  feasibility  of  the  sensor  system.  Infrared
measurements  conﬁrmed  the  sufﬁciency  of  the  medium  draining  method.  This  sensor  system  provides
a  basis  for many  sensor  applications  such  as  environmental  monitoring,  building  technology  and  public
security.id  infrared spectroscopy
. Introduction
Due to excessive air pollution millions of people today face
dverse health effects [1]. The medical importance of environmen-
al gas toxicity monitoring is by now recognized as an important
rea and much research has been focused on the development of
uitable gas-sensitive materials for continuous monitoring and set-
ing off alarms for hazardous chemical vapours present beyond
peciﬁed levels [2].  Reliable networks of environmental monitor-
ng stations determining the local pollution have been formed
ver the past decades. However, these devices are often very cost
ntensive using bulky optical instruments [3].  In other approaches,
ir samples must be collected on-site [4] and afterwards trans-
erred to a central laboratory, as air measurements are regularly
equired in selected spaces such as homes, schools, public build-
ngs, town halls, guild halls and kindergartens, to name but a few
5,6]. European regulatory administrations focused their activi-
ies to assess health risks of indoor-originated chemical pollutants
nd to provide recommendations on potential exposure limits [7].
xpensive devices like liquid chromatography or gas chromatogra-
hy are used for the evaluation of indoor air samples, a process,
hich is rather time-consuming. To overcome these obstacles,
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air quality monitoring using various types of sensor systems like
semiconducting SnO2 sensors [8],  have emerged. This type of envi-
ronmental monitoring was mainly a topic for solid-state [9–12] and
optical sensors [13,14], whereas biosensors were systematically
underrepresented [15].
Cell-based sensors represent a subclass of sensor technology
systems with an overwhelming development for the measurement
of substances in liquid environments over the last two decades.
Cell-based assays are currently considered central to toxicity test-
ing and environmental exposure testing [16–19].  One  of the main
advantages of cell-based approaches is their possibility to detect
not only speciﬁc substances but to supply functional information,
i.e. information about general cytotoxicity. Up to now, sensors
incorporating living cells face the drawback of a steady and high
risk of contamination and cell death, caused by changes in the cel-
lular environment. Therefore, toxicologic studies of adverse effects
induced by inhaled chemicals are technically challenging and enor-
mous effort has to be made to keep the environment of the sensor as
constant as possible regarding factors, like CO2 content, humidity,
osmolarity, temperature and mechanic stress [1,20].
Several in vitro methods for gas exposure of mammalian cells
already exist [21,22].  All of them quantify the amount of toxic effect
using common cell culture endpoint assays [23], which are invasive
and destructive against target cells. Endpoint assays do not allow a
monitoring of a dynamic process in real time [24]. Recent method-
ological and technical breakthroughs [25–27] of in vitro methods
have the potential to fulﬁll the essential requirements of toxicity
testing for airborne chemicals [1] and compared to animal models,
cell-based assays raise less ethical concerns.
U. Bohrn et al. / Sensors and Actuators B 175 (2012) 208– 217 209
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mig. 1. Scheme of the two interfaces cell-air and cell-chip for the direct gas exposu
xygen  consumption (CLARK), acidiﬁcation (ISFET)).
Ammonia (NH3) is a colourless toxic gas with a pungent smell,
esponsible for industrial pollution (threshold limit value (TLV):
5 ppm) [28]. Ammonia is a widely used hazardous chemical, a
sual component of household cleaning products [29] and there-
ore it is in the focus of gas sensor technologies [30] and risk
ssessment studies [7].  Gases with high water solubility, like
mmonia, formaldehyde and hydrogen halides are resorbed in the
pper respiratory tract of the human body, such as nose, pharynx
nd trachea, [31] and can cause irritation and chemical burn. The
ytotoxic effects of ammonia have been known for a long time
32]. Total concentrations of ammonia and ammonium as low as
–3 mM have been reported to reduce cell growth considerably
33]. Further reported effects of elevated ammonia or ammonium
oncentrations relate to cellular energy metabolism as ammonia
s supposed to reduce metabolic efﬁciency by forcing excretion
f potentially valuable intermediate metabolites (e.g., alanine) in
rder to achieve ammonia detoxiﬁcation. Ammonia or ammonium
an either perturb the intracellular or intraorganelle pH and elec-
rochemical gradients, or directly interact with enzymes. NH3 in
he unprotonated state is a small, uncharged, lipophilic molecule,
hich readily diffuses across cellular membranes [34,35]. The dif-
usion will follow the gradient of the chemical potential of NH3,
hich can be approximated by the gradient of the partial pres-
ure of NH3. Only a small percentage of NH3 that is present in
he extra- and intracellular aqueous phases will diffuse across the
embranes, thus rapidly equilibrating any transmembrane gradi-
nt of NH3. The pH equilibrium will be reconstituted immediately
s protonation is extremely fast. In a compartment with low pH, the
artial pressure of NH3 is lower, leading to a constant ﬂow of NH3
cross the membrane into the compartment, until equilibrium is
ttained, i.e., the pH rises [33]. The functioning of organelles with
ow internal pH, such as lysosomes can be seriously disturbed in
he presence of ammonia. Diffusion of the protonated form, NH4+,
cross cellular membranes is extremely slow. Values for the diffu-
ion rate range from four to ﬁve orders of magnitude below those
f unprotonated ammonia [35]. NH4+ can be transported actively
cross the cell membrane by speciﬁc transport proteins such as
he Na+K+-ATPase [36], by facilitated diffusion by means of the
a+K+2Cl−-cotransporter, and possibly by the Na+/H+-exchanger.
H4+ is interacting with the binding site for K+, as hydrated NH4+as roughly the same ionic radius as K+. NH4+ is in competition with
+ and perturbs the transmembrane transport of the latter [37]. This
ay  have important constraints for the ion gradients over the cell
embrane.iving cells on a sensor chip incorporating three electrode types (impedance (IDES),
Ammonia interacts with the -ketogluterate within the Krebs
Cycle and interrupts the ATP (adenosine triphosphate) production
in the mitochondria [38]. This also leads to an impairment of the
mitochondrial function [39]. Ammonia inﬂuences cellular energy
metabolism by inﬂuencing the relative amount of carbohydrate and
glutamine taken up, and by altering the utilization of the differ-
ent metabolic pathways, including glycolysis, the citric acid cycle,
pentose-phosphate pathway and the different mechanisms of glu-
tamine degradation. This inﬂuence could be due to interactions
with regulatory key enzymes of the different pathways.
The critical ammonia concentration appears to be strongly
dependent on the cell line and cultivation conditions. The cellular
mechanisms of ammonia or ammonium toxicity are still contro-
versial subjects. Ammonium toxicity has been shown to be more
pronounced at higher pH, indicating that unprotonated ammonia
(NH3) and not ammonium ions (NH4+) is responsible for the toxic
action.
The aim of this work was to use a cell-based sensor in a gaseous
environment to measure toxicity of an air/gas-mixture of a highly
soluble gas. As a transducer unit we  used a commercial sensor
chip (Fig. 1), which measures the physiological parameters acid-
iﬁcation and respiration and indicates the cellular morphology by
impedance recordings. The sensor chip acts as a Petri dish where the
cells are constantly fed with nutrition medium via a fully automated
on-top perfusion system. Until now, this system was  primarily used
for the detection of toxic substances in liquid medium. For this
work, we adapted the system as reported earlier [40], so that it
can be also used for the direct exposition of the mammalian cells
with toxic substances in gas phases. A direct air-cell contact was
generated by drainage of the liquid medium, thereby eliminating
the possibility that gas molecules will be altered before contacting
the cells [41]. With this system, we  aim to sense toxic effects of
gaseous air pollutions on the cellular functions. The effect of pollu-
tant concentration, airﬂow rate and exposure time was examined
[42]. Finally, further modiﬁcation possibilities and enhancement of
stability and reproducibility will be discussed.
2. Materials and methods
2.1. Cell cultureThree different types of commercially available cell lines were
chosen for the following experiments. The human lung alveolar
type II cell line A549, the Chinese hamster lung ﬁbroblast cell line
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2.4. Measurement of ammonia in a gaseous phase
The gas exposure was performed as described previously in
detail [40]. The cell-covered sensor chips were placed inside the
Table 1
pH values of the ammonia dilutions in Hepes-buffered running medium.
NH3 concentration pH (23 ◦C)10 U. Bohrn et al. / Sensors and
79 and the human nasal squamous cell line RPMI 2650 were pur-
hased from the DSMZ (German Collection of Microorganisms and
ells).
A549 and V79 cells were grown in Dulbecco’s modiﬁed Eagle’s
edium (DMEM) (Gibco, Darmstadt) supplemented with 10%
eat inactivated fetal calf serum (FCS) (Biochrom, Berlin), peni-
illin (100 units/ml) (BioWhittaker, Germany), and streptomycin
100 g/ml) (BioWhittaker, Germany) in a 25 cm2 culture ﬂask in a
umidiﬁed incubator (5% CO2) at 37 ◦C. RPMI 2650 cells were grown
n Minimum Essential Medium (MEM)  (Gibco, Darmstadt) with the
ame amount of supplements like DMEM.  The media were adjusted
o an initial pH of 7.4 (25 ◦C). Cells were cultured until 80–100% con-
uency. The cell line was used within 20 passages from the received
tock. Grown cells were enzymatically harvested in the incubator
ithin 5 min  using trypsin 0.05% (w/v)/EDTA 0.02% (w/v) (ethy-
ene diamine tetra acetic acid) (Biochrom, Berlin). This resulted in
etachment of the cells from the plastic culture surface. The ﬂask
as removed from the incubator and agitated gently to dislodge
ny cells that may  not have detached during trypsinization. To stop
he action of trypsin, 5 ml  pre-warmed DMEM was added to the
ask. Suspended cells were seeded on Metabolic Chips SC 1000
Bionas®). Prior to the seeding, the sensor chips were soaked with
tOH (70% w/v) and rinsed with Ca2+- and Mg2+-free phosphate
uffered saline (PBS) (Biochrom, Berlin). The seeding density was
20,000 cells/cm2 and the well of the sensor chip was ﬁlled with
00 l medium. The cells were left to adhere over night on the sen-
or chip, which was used as a Petri dish. Cells were grown until 100%
onﬂuency on the sensor chip to ensure that the initial impedance
ould not affect the result of the following gas treatment. Conﬂu-
ncy and morphology of the cell layer was controlled by microscopy
SM-LUX HL, Leitz Wetzlar, Germany).
.2. Cell adhesion measurement and chip coating
For the real-time monitoring of the cell proliferation, spreading
nd adhesion, a solution of suspended cells in a special adhesion
edium (carbonate buffer free DMEM,  1 mM Hepes (BioWhittaker,
ermany), 10% FCS, pH 7.4) was transferred into the culture vessel
f the cell sensor chip. The cell sensor chips were used in an “open”
ode in which the ﬂuidic head of the sensor module was  lifted to
nable the settlement of the cells on the sensor chip surface. There-
ore, only the cell impedance data can be monitored over this time
s the respiration and the acidiﬁcation would need the connection
o the reference electrode, which is part of the ﬂuidic head. The
hole sensor system was placed inside an incubation hood, which
s stable tempered at 37 ◦C.
The surface of the sensor chip was previously coated with differ-
nt types of extra-cellular matrix proteins (collagen A, ﬁbronectin)
nd poly-l-lysine (PLL). Sensor coating was done as follows: the
ensor chips were sterilized with EtOH (70% w/v) and then rinsed
wice with PBS. A solution containing collagen A (100 mg/ml PBS)
Biochrom, Berlin) was added onto the sensor chip surface, which
as subsequently incubated for 30 min  at 37 ◦C in the incubator. In
ase of PLL coating (1 mg/ml  PBS) (Sigma, Germany) and ﬁbronectin
oating (1 g/ml PBS) (Sigma, Germany) the solution was  used to
over the chips for 1 h at room temperature. Afterwards, the coating
olution was removed and the chips were rinsed properly with ster-
le H2O. All coatings were performed under sterile conditions. The
hip vessel opening was covered with a glass slide to avoid evapora-
ion of the liquid and to prevent contaminations of the cell culture.
or studying cell adhesion, cells were transferred into the vessel of
he cell sensor chip, placed inside an incubation hood (37 ◦C) and
mpedance data were recorded every 10 s over a time span of 20 h.
he pH value in the Hepes buffered medium was almost constant
nd was not reduced more than 0.2 pH units.tors B 175 (2012) 208– 217
2.3. Measurement of ammonia solved in liquid nutrient medium
For the measurement of the effects of ammonia on the living
cells, the system was used as described previously [43]. In brief,
sensor chips with a conﬂuent cell monolayer were placed inside the
biomodules inside the six parallel arrangements of the sensor sys-
tem 2500 (Bionas®, Rostock, Germany). The medium was  pumped
via an autosampler to the biomodules containing the sensor chips.
PEEK tubings (Polyetheretherketon; Bionas, Germany) were used
for the medium transport due to their gas impermeability.
Each of the six sensor chips is able to measure three cellular
parameters in parallel: the cell morphology via an impedance elec-
trode, the cellular respiration via two  Clark-type electrodes, and
the cellular acidiﬁcation via ﬁve pH-sensitive ﬁeld-effect transistor
(FET) electrodes [44,45]. Stop/go intervals of 3 min  each were cho-
sen to generate one data point per cycle in the normalized diagram
(acidiﬁcation rate and respiration rate, respectively, were recorded
during the stop phase; 1 data point/6 min). The data were normal-
ized to a 100% value 1 h prior to the exposure phase to simplify
the comparison of the untreated and the exposed cell sensor chips.
After a time period of 3 h (conditioning phase) with untreated run-
ning medium (carbonate buffer free DMEM,  1% Hepes, 1% FCS),
ammonia (Merck KGaA, Darmstadt, Germany) solved in running
medium was added for another 3 h (exposure phase). Ammonia
solutions were prepared by adding the appropriate amount of con-
centrated ammonia solution to the running medium. The pH values
of ammonia solved in liquid running medium are shown in Table 1.
In aqueous solution ammonia and ammonium are linked in a pH
dependent equilibrium according to the following equation:
pH = pK + log [NH3]
[NH4
+]
with the pK having a value of 9.3 at 37 ◦C. The protonation and
deprotonation reactions are extremely fast thus ammonia, ammo-
nium and the protons can be considered in equilibrium at any time
and at any place. At the physiological pH of 7.1–7.5, only about 1%
of the total concentration of ammonia and ammonium is present
as NH3, the rest being NH4+ [33].
The experiments were terminated by addition of 0.2% Triton X-
100 containing running medium (termination phase) for another
2 h. The detergent destroys the lipid bilayer membrane of the cells
and therefore kills them. The data recorded at this phase represent
the state where there is no more adhesion and no more respiration
or cell metabolism any more. Before and after each run, the whole
ﬂuidic system was  cleaned and disinfected with 70% ethanol and
H2O.
For evaluation of the recoverability of the measurement system
and for the reproducibility of the signals within one experiment
run, the cells were exposed consecutive with ammonia solution for
3 h intermitted by a break of additional 3 h (see Fig. 5). These exper-
iments were also followed by a recovery phase and a termination
phase with Triton X-100 at the end.0 ppm (=0 mM)  7.31
50 ppm(=2.7 mM)  7.33
250 ppm (=13.4 mM)  7.33
500 ppm (=26.7 mM)  7.34
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iomodules of the analyzing system and operated in an alternat-
ng stop/go modus (3 min/3 min) in liquid medium, using a ﬂow
ate of 56 l/min in the go-phase. Immediately before the gas expo-
ure, pumps were stopped to prevent further transport of the liquid
edium to the cells. The liquid medium was sucked off completely
rom the cell monolayer on the chip with a peristaltic pumping
ystem to ensure its full contact with the gas phase. A T-shaped
evice was plugged on the culture vessel of the sensor chip, which
uides the test air over the cells (see also Ref. [46]). The carrier
as was composed of 80% N2 and 20% O2 carrier gas (synthetic
ir), and supplemented with NH3 gas (Linde, Munich, Germany)
o generate the desired concentration of 20–66 ppm NH3. Parts of
he carrier gas were humidiﬁed at room temperature by using a
ater bubbler. The gas ﬂow was controlled by mass ﬂow controllers
MFCs). Gas ﬂow rates of 300, 500 and 1000 ml/min were used for
he exposure of the cells. A scheme of the whole exposure setup
as published earlier [40,47]. After an exposure duration of about
0 min, the cells were cautiously again covered with pre-warmed
37 ◦C) running medium. The perfusion head was placed inside the
hip vessel and the stop/go modus kept on pumping fresh run-
ing medium over the cells. The experiment was  conducted for
t least two more hours with medium ﬂow lasting until the mea-
urement was  stopped. A control cell sensor chip was  continuously
upplied with running medium without gas exposure (CTRL). Con-
rol air exposure measurements were done by exposing the cells on
he chip with clean, humidiﬁed synthetic air (80% N2, 20% O2, 70%
.h.). The setup parameters (gas concentration, gas ﬂow, exposure
ig. 2. (a) Real-time monitoring of the adhesion behaviour of A549 cells towards differen
f  the adhesion behaviour of RPMI 2650 cells towards different extracellular matrix pro
200,000) on the sensor chip surface and on glas slides without (i and iii) and with (ii andtors B 175 (2012) 208– 217 211
time) were changed to investigate the inﬂuence of the several fac-
tors. Different cell lines were used in order to identify cells, which
react in a most sensitive mode towards ammonia gas.
2.5. MIR measurements
Metabolic chips containing a monolayer of V79 cells were
used for the spectroscopic investigations to verify the complete
removal of cell culture medium during gas exposure. The Middle
InfraRed (MIR) measurements were done using a Bruker (Ettlingen,
Germany) IFS 66v FT-IR spectrometer. This spectrometer allows
high resolution spectroscopic and non destructive measurements
by different operating modes. The measurements of the cell – cov-
ered chips were carried out in Diffuse Reﬂectance Infrared Fourier
Transform Spectroscopy (DRIFTS), where a sample is placed in the
middle of the sample chamber. The beam of the MIR  light source
(HeNe-Laser) is directed to the middle of the sample surface. Parts
of the wavelengths that were directed on it are absorbed, the rest
is diffusely reﬂected, collected by concave reﬂectors and detected
(MCT HgCdTe detector, cooled by liquid nitrogen). By the principle
of a Fourier transformation spectrometer, the comparison of the
detected signal and the original source beam results in a spectrum
of the sample. Three types of sensors were compared: (i) sen-
sor chips with a V79 cell monolayer covered with 200 l nutrient
medium (average medium height = 2.8 mm);  (ii) sensor chips with
a V79 cell monolayer after the medium was totally removed and
dried in a nitrogen ﬂow (1 l/min) for 100 min; (iii) sensor chips with
t extracellular matrix protein coatings on the sensor chip. (b) Real-time monitoring
tein coatings on the sensor chip. (c) Light microscopy images of RPMI 2650 cells
 iv) ﬁbronectin coating, scale bar size: 200 m.
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 V79 cell monolayer immediately after the medium was  drained
ff. The difference in the MIR  signal pattern of a cell monolayer
overed with aqueous nutrition media and a cell monolayer exten-
ively dried in a nitrogen ﬂow for 100 min  were compared with the
ignals of a cell monolayer directly after the draining of the nutrient
edia with the peristaltic pump.
. Results and discussion
.1. Results of cell adhesion measurements
Impedance measurements are widespread for the analysis of cell
dhesion towards a speciﬁc substrate [48,49]. As the cells spread,
hey alter the effective area available for current ﬂow, causing a
ecrease in the capacitance as shown in Fig. 2a. A capacitance
f about 40 nF corresponds to a cell-free impedance sensor sur-
ace covered in liquid running medium whereas capacitance values
f about 5–15 nF are generated by the formation of a conﬂuent
ell monolayer. The drop in the capacitance within the ﬁrst 2–4 h
Fig. 2b) is caused by the settlement of the cells according to Stoke’s
aw. Depending on the target, different ways of adhesion enhance-
ent can be performed. Cell-based assays in general try to rebuild
he in vivo situation as well as possible and therefore use extra-
ellular matrix proteins for the assistance of the adhesion. High
mpedance values – represented as low capacitance values in the
iagram – indicate a strong cell-surface contact accompanied by
ight cell–cell junctions [50]. Here the cells block the current path
hrough the cell culture medium. It is known that there is a dif-
erence in the adhesion strength of different cell lines. To ﬁgure
ut which cell line generates the highest impedance and therefore
s best suited for further experiments, adhesion experiments were
43210
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performed. Cells were seeded on sensor chips with different sur-
face coatings. Over a time scale of 20 h, the cells settled down on the
chip surface and formed a monolayer. Each cell line shows a speciﬁc
preference of one of the tested ECM proteins (see Fig. 2a–c).
The adhesion curves of V79 cells are already published else-
where [40]. In the case of A549 cells on a sensor chip with protein
coating – surprisingly – the signal stability is lower and therefore,
the capacitance values are higher even after several hours of settle-
ment (see Fig. 2a). The nasal cell line RPMI 2650 is currently used
as a model for nasal exposure studies [51]. This cell line normally
tends to form dome-like clusters on untreated 2D substrates (see
Fig. 2c(i–iv)). This is undesired in the case of the measurements
performed here, where the pre-existence of a stable monolayer
is required. The cell adhesion measurements determine lowest
capacitance values with a prior ﬁbronectin coating of the substrate
(Fig. 2b). In addition, ﬁbronectin-coated sensors chips lead to >95%
conﬂuency of RPMI 2650 cell layer forming a monolayer instead of
islets (Fig. 2c). This ﬁbronectin coating, leading to the best results
in terms of lowest capacitance values, was used as standard coating
in all further ammonia exposure experiments with RPMI 2650.
3.2. Results of ammonia exposure in liquid medium
Ammonia was  chosen as a model air pollutant as it is a well
known cytotoxic substance, which interrupts the cellular ATP pro-
duction and therefore causes a decrease in the metabolic activity.
Prior to the experiments with gaseous ammonia, we tested if the
system is also able to react towards ammonia in a liquid solu-
tion and whether these results can be compared with those of
the gas exposure measurements afterwards. Fig. 3a–i shows the
real-time proﬁles of impedance, cellular respiration and cellular
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which is able to detect small amounts of gaseous pollution in anig. 4. (a–c) Averaged impedance, respiration and acidiﬁcation values of (a) A549,
b) V79 and (c) RPMI 2650 cells after treatment with liquid NH3 for 1 h on (n = 3).
cidiﬁcation of NH3 exposure in liquid phase to V79 cells, A549
ells and RPMI 2650 cells, respectively. Several cell lines of the res-
iratory tract were chosen to identify the cell lines, which react
owards ammonia in the most sensitive way.Fig. 5. Real-time response of cellular acidiﬁcation upon repeated liquid NH3 treat-
ment of A549 cells.
Characteristic and reproducible differences between these dif-
ferent cell lines are observable. All three cell lines react in a
dose-dependent way  towards the solved ammonia. The ammonia
leads to a decrease of the impedance signals immediately after the
beginning of exposure (Fig. 3a–c). The cellular respiration increases
immediately after the beginning of the exposure to ammonia solu-
tion (Fig. 3d–f). Whilst the respiration signal remains increased over
time with V79 cells, A549 and RPMI 2650 cells show a decrease
of the respiration rate after ∼30 min  of ammonia treatment. The
acidiﬁcation rate is also affected immediately. The acidiﬁcation
decreases at high concentrations (>250 ppm) whereas at low con-
centrations (<50 ppm) an increase is observable. Fig. 4a–c shows the
differences in the signal changes of the cellular parameters between
the investigated cell lines after 1 h of exposure to ammonia solved
in liquid nutrient medium. After 1 h, a concentration-dependent
increase in the respiration can be observed for all three cell lines.
A549 and RPMI 2650 cells display a dose-dependent reduction of
the acidiﬁcation rate for 250 and 500 ppm NH3 whereas 50 ppm
NH3 shows an increase compared with untreated cells (0 ppm NH3,
Fig. 4a and c). The reduced metabolism recovers over the experi-
mental time, which is exemplarily shown at the examples of A549
cells in Fig. 5. The sudden increase and collapse of the signals imme-
diately after the end of the ammonia solution exposure is an artifact
of the partially changed medium. Within two pumping cycles, the
medium over the cells on the chip is completely changed which
leads to the stabilized acidiﬁcation signals. After 3 h of ammonia
exposure, followed by another 3 h of running medium treatment,
the normalized acidiﬁcation reaches 80–100% of the normalized
value of the control measurement. The opposite trend of respira-
tion and acidiﬁcation rates during the ammonia exposure indicates
that the inhibition of the ATP production via the cellular Krebs
Cycle metabolism or the intracellular pH gradient may  be partially
compensated by the activation of the cellular respiration (oxida-
tive phosphorylation). Compared with the other cell lines tested in
this study, RPMI 2650 cells showed the strongest response towards
ammonia and is therefore selected as the test cell line for the fol-
lowing gas exposure measurements.
3.3. Results of ammonia exposure in gas phase
One goal of this study was to establish a gas exposure system,air sample. Therefore, the background signal (0 ppm NH3), which
includes the effects of humidiﬁed synthetic air exposure with a cer-
tain gas ﬂow, should ideally be as low as possible. The exposure to
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humidiﬁed synthetic air also leads to a minor change in the cellular
parameters which should be as low as possible to keep the func-
tionality and viability of the cells. Changes might occur due to the
exsiccation effect of the gas as well as shear forces on the outer cell
membrane which could provoke a lifting-off of the cells. Regarding
the quality standards of other experiments, we decided to choose
a set of parameters, which leads to a reduction of the background
signal of being less than 10% [52].
The normalized impedance values of the RPMI 2650 cells
decrease just in a minor way  after the gas exposure (Fig. 6a). The
changes during the gas exposure itself occur because of the medium
drainage and the therefore changed impedimetric behaviour of the
covering species on the sensor surface. The unaffected impedance
values indicate that the cell monolayer on the impedance elec-
trode on the sensor chip surface is still conﬂuent and not disrupted
by the shear forces of the air ﬂow. Respiration rates of the nasal
cells are permanently decreased by ammonia after the gas expo-
sure (Fig. 6b). The drop in the respiration rate (as well as in the
acidiﬁcation rate) is an artifact caused by the disconnection of the
reference electrode in the ﬂuid head from a liquid medium. The cell
line also reacts towards ammonia diluted in synthetic air with a sta-
ble decrease of the acidiﬁcation rate of about 10% for 40 ppm NH3
and of about 30% for 66 ppm NH3 (Fig. 6c), stabilizing approximately
30–60 min  after the end of the gas exposure.
It is likely and known from literature that ammonia reacts
with -ketoglutarate [39], a component of the Krebs Cycle, and
thereby inhibits the ATP production as well as the cellular respi-
ration. In addition, the intracellular pH gradient is disturbed too
by the alkaline ammonia. The direct contact inhibits the possibil-
ity of a compensation of energy loss in the cell. In line with this
we observed a simultaneous decrease of both the acidiﬁcation and
the respiration rate. The impedance of the cells is not affected in a
lasting manner, likely due to the washing-out of ammonia by fresh
medium, which ﬂoods the sensor chip directly after the gas expo-
sure. One has to keep in mind that the signal reduction has to be
always compared to the control measurement of cells exposed to
humidiﬁed synthetic air.
3.4. Change of setup parameters
Important parameters for the dynamic in vitro exposure method
are the airﬂow rate, the pollutant concentration and the duration of
the direct exposure. The initial exposure procedure was deﬁned on
the basis of control experiments, which were done with humidiﬁed
synthetic air (data not shown). It turned out that the quality of the
results can be optimized with increasing the exposure durations
between 5 and 15 min  [38] and with increasing airﬂow rates in the
range between 300 and 1000 ml/min. The ﬂow rates are rather high
compared with many other in vitro gas exposure systems [53–55]
although similar ﬂow rates of 200 ml/min [56] and 10 l/min [57]
have been reported too. The main reason for the differences in the
ﬂow rates are related to the cultivation method and the exposure
duration. Cells grown on a permeable membrane directly at the
Fig. 6. (a) Changes of normalized impedance due to the exposure of RPMI 2650 cells
to  different concentrations of ammonia gas diluted in synthetic air for 10 min. Grey
bars indicate exposure to the carrier gas; black bars indicate the amount of NH3.
The  measurements were done consecutive on parallel sensor chips. (b) Changes of
normalized respiration due to the exposure of RPMI 2650 cells to different con-
centrations of ammonia gas diluted in synthetic air for 10 min. Grey bars indicate
exposure to the carrier gas; black bars indicate the amount of NH3. The measure-
ments were done consecutive on parallel sensor chips. (c) Changes of normalized
acidiﬁcation due to the exposure of RPMI 2650 cells to different concentrations of
ammonia gas diluted in synthetic air for 10 min. Grey bars indicate exposure to the
carrier gas. The measurements were done consecutive on parallel sensor chips.
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Fig. 8. MIR  spectra of V79 cells on a Bionas® sensor chip. The spectrum of the
medium drained cell monolayer on the chip (red curve) shows the sufﬁciency of
the  draining method as the characteristics of the curve match with the curve rep-
resenting the completely dried cells (green curve; 100 min  N2). The spectrum ofig. 7. Inﬂuence of NH3-gas ﬂow rates on the acidiﬁcation rates of RPMI 2650 (1 h
fter the end of gas exposure) displayed as the relative signal reduction compared
o  RPMI 2650 cells exposed to humidiﬁed synthetic air (n = 3).
ir–liquid-interface (ALI) are constantly in contact with nutrient
edium and therefore are able to survive for a long time at the
as phase. This enable prolonged exposure durations as one limit-
ng factor – the shortage of nutrients – is eliminated. The extended
xposure duration enables the user to select reduced ﬂow rates
typically in the range of 5–10 mL/min) to avoid aspiration and dry-
ng. In contrast, intermitting methods, like the one presented in this
tudy, have to stop the exposure after short time to supply the cells
ith liquid nutrient medium.
As shown in Fig. 7, an increase in the NH3 concentration leads to
 stronger decrease of the acidiﬁcation rate (determined 1 h after
he end of the gas exposure). The signal reductions shown in Fig. 7
re the relative signal reductions compared to the cells exposed to
umidiﬁed air. The exposure to humidiﬁed clean air for 10 min  with
 ﬂow rate in the range of 300–1000 ml/min has almost no inﬂuence
n the acidiﬁcation signals, as the values of the untreated cells ±5%
re reached again within 30–60 min  after the gas exposure. The pat-
ern of increasing signal reduction can be observed with different
irﬂow rates. The same concentration of pollution leads to stronger
eductions of the acidiﬁcation rate with an increase of the airﬂow
ate, which can be also observed over different concentrations.
.5. Results of MIR  measurements
MIR  spectroscopy provides prominent signals in the area of the
–O vibration around 1600 cm−1. Therefore we  used this technique
o check for residual amounts of cell culture medium on top of
he cells, since this might inhibit the direct contact of the probe
as with the cell monolayer. H–O vibrations can be found in the
nfrared spectrum in two regions: (a) in the area around 1600 cm−1
humidity of gas phase) and (b) in the area around 3400 cm−1
H–O stretching vibration; liquid water). Cells covered with aque-
us medium show a strong, noisy water signal in the range of the
–O vibration (1600 cm−1; black curve; Fig. 8). It becomes a lot
ore regular and structured after draining off the media and addi-
ional drying with a nitrogen ﬂow for 100 min, though it do not
isappear due to H–O containing substances being present in the
ells themselves (green curve; Fig. 8). MIR  measurements of the cell
onolayer immediately after the draining of the medium by a peri-taltic pump produced a curve shape, which is very similar to the
urve of the completely dried cell layer (red curve, Fig. 8). Although
he draining method seems to work quite sufﬁciently, one should
ot forget that the cells are still covered by a thin layer of ﬂuid,medium covered cells (black curve; 200 l medium) differ from the drained curve.
(For interpretation of the references to colour in this ﬁgure legend, the reader is
referred to the web version of the article.)
comparable in thickness to the mucus layer overlying the respi-
ratory epithelium [58]. The epithelial lining ﬂuid varies between
0.1 and 20 m in thickness [59], which would correspond to a
maximum of 1.43 l medium equally distributed over the cells
on the sensor chip surface (chip surface area = 70.88 mm2; liquid
height = 20 m).  The air/gas-mixture which is pumped over the
cells has a temperature of about 27 ◦C. The temperature of the
chip within the Bionas analyzing system is constantly kept at 37 ◦C.
According to this, condensation due to a temperature difference
should not occur. A high relative humidity reduces the capability
of the air/gas-sample itself to exsiccate the cells to an even higher
degree, although a minor degree of evaporation due to the air ﬂow
cannot be avoided at all.
4. Conclusion
Multiparametric cell-based sensors seem to be a suitable tool
for the detection of water-soluble, shown here, as well as water-
insoluble toxic gases [38] in air. We  adapted the experimental setup
conditions for exposing cells of the respiratory tract to toxic gases
in air. The presence of toxic gas leads to the impairment of the liv-
ing cells, expressed by a sustainable reduction of acidiﬁcation- and
respiration rates that can be monitored within 30–60 min after the
gas exposure. The system might be applicable for some extend for
the continuous monitoring of ambient air. As an early warning sys-
tem, the signal generation of this setup will be to slow as modern
early warning systems are supposed to react within several seconds
or minutes. Although the long reaction time is not competitive to
existing early warning systems, one has to keep in mind that exten-
sive concentrations of toxic gases lead not only to an impairment
of the cell parameters but even to cell death which can be detected
within several minutes after the end of the gas exposure due to
the abrupt decrease of both physiological parameters without any
recovery. Despite of the use as an early warning tool, long time
effects even of low amounts of irritant gases might be detected
over an extended time period. Mild parameters (10 min  exposure,
300–1000 ml/min ﬂow rate) were chosen for the exposure proce-
dure, so that the exposure to humidiﬁed clean air has almost no
effect on the generated signals of the cells which enables multi-
ple exposure to unpolluted air without a lost in signal intensity.
Repeated exposure of the same cell sensor chip with toxic gases
will result in accumulation of the harmful effect as the cellular
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arameters are inhibited more and more after each gas exposure. In
he present form, the adapted system is not able to perform mea-
urements automatically as the lifting of the perfusion head, the
raining of the medium, the plug-on of the gas exposure device and
he reestablishment of the system after the gas exposure has to be
one manually by the user. Compared to common solid state gas
ensors used for single gases, which have to be maintained only
nce a year, the described system is laborious and needs higher
aintenance (media change, sterilization, cell seeding, change of
ensor chip, etc.). However, compared to other in vitro cell-based
ssays, the sensor system enables the user to gain information very
ast, with less laboratory work, a higher possibility for standardiza-
ion and less man  power. In addition, the temporal resolution of the
ained results would be drastically increased compared with stan-
ard cytotoxicity assays, which typically achieve one data point per
 h or more.
Mechanical stability and tolerance towards shear forces pro-
uced by the airﬂow are increased by using extracellular matrix
roteins as coatings for the sensor chip surface. MIR  spectroscopy
urns out to be a sensitive method for the measurement of residual
iquids and therefore can be used as a quality control of the drain-
ng method. These data gives evidence for possible application of
his sensor system for rapid detection of toxic airborne substances,
hich might not be limited only to gases but potentially includes
articular matter too like shown in similar approaches [60]. This
ensor system may  be used in future in application ﬁelds, like envi-
onmental monitoring or biomedical applications.
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